High-throughput microarray analyses require digitized images in order to convert the signal intensity to numerical values. To acquire the images, laser scanners are usually used for fluorescent signal detection. However, such microarray scanners have a limited number of excitation wavelengths, take minutes to scan a slide, and are expensive. In standard transcriptional array configurations, most study designs use relatively few samples against many probes, so only a small number of scans are necessary to complete the digital image acquisition for an experimental set. However, other microarray-based procedures may be more impacted by the limitations of dedicated microarray scanners. For instance, scanning is a major rate-limiting step when using high-density reverse-phase protein lysate microarrays (RPA) (Reference 1 and Figure 1A ), which we have previously described as a method to perform proteomic profiling of many protein species across many samples. Because RPA signal detection employs a specific primary antibody followed by the catalyzed signal amplification colorimetric detection system (CSA; DakoCytomation, Carpinteria, CA, USA), whose final product is the dark-colored stain diaminobenzodine (DAB), signals can be obtained using the reflective mode of an ordinary optical flatbed scanner. Hence, we have been using optical flatbed scanners because of their fast scanning, relatively compact file size, and wide availability. However, there are several issues to be considered when using these scanners for quantitative applications.
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256 and 65,536 levels of grayscale. As expected, the plots level off at high optical density as a consequence of the theoretical limitation of the absorbance detection principle. Sequential mechanical adjustments (scanner hardware, scanning software, and graphical applications) may also limit the linear range. As a result, densityreadout association could be slightly skewed or compressed. Next, we scanned an RPA slide containing 24 replicated dilution series of a pooled set of lysates from 60 different cancer cell lines (1) ( Figure  1A ) that had been probed with an antip300 antibody and developed using the DAB chromogen system. Each of the 24 rows consists of a replicate set of 10 2-fold dilutions. We scanned the RPA with and without the WDS to see if the strip affects numerical values from the RPA. When the RPA was scanned by itself, the dynamic range within the RPA image was greater than when the test array was scanned with the density wedge strip (Figure 2, C and D) . The darkest spot in the test array was nearly 50,000 in intensity value when it was scanned by itself, while the same spot showed a 35,000 intensity value when it was scanned with the WDS. This suggests that the scanner adjusts its gain automatically so that the scanner's sensor can recognize the lightest and darkest levels in the material. It may also suggest that intensity values may be controlled by the scanner's range determination algorithms and not based on the true intensity when a material is scanned by itself. Therefore intensity values that generated without the WDS may represent artifactual levels that are unique to the scanner.
It should be noted that in Figure  2 , C and D, there is a zero derivative in the dose-response curve that corresponds to the samples near the highest protein concentrations. This phenomenon has been seen often, and we speculate that this may be due to an excess of nontarget antigens that hide the target antigen. Moreover, electron microscopic examination of the spotted protein on the nitrocellulose revealed that highest concentration spots have fewer pores on the surface, which may prevent antibodies from accessing antigens in the liquid phase as they migrate under capillary attraction (Figure 3) .
At lower protein concentration levels, the signal levels off to a minimum corresponding to a readout value of about 10,000-15,000. We believe that this high level of background is due to the properties of the nitrocellulose that coats the glass slides. In other words, nitrocellulose appears to be substantially darker than pure white. In previous studies, we have shown that negative control slides incubated with a mouse monoclonal antibody whose antigen does not exist in humans (Aspergillus niger glucose oxidase), but whose structure is the same as other monoclonal antibodies, does not contribute significantly to background (1) .
Next, we attempted to improve the assay linearity by using the WDS readings to calibrate the RPA data. To generate a calibration curve, the scanner readouts corresponding to the WDS scan were first inverted (subtracted from 2 8 or 2 16 , so that zero readout represented black) and scaled (so that 1 represented white). Then the manufacturer-provided optical densities for each sector of the wedge strip were converted to reflectance factor values, r. In brief, the WDS density values are described as reflective optical densities (D) according to ISO 5 (International Standards Organization 5) geometry of input/output flux = 45/0 degrees relative to the surface normal (5), measured by visual filter. Optical density D is the negative common (base 10) logarithm of the reflectance factor r. The reflectance factor is the proportion of the luminous flux reflected by a sample, Φ, to that reflected by the perfect reflected diffuser, Φo. Therefore, r can be expressed: Figure 3 . Electron microscopic images of spotted proteins on nitrocellulose membrane from a reverse-phase protein lysate microarray (RPA). Spotted protein lysates from the mixture of 60 different cancer cell lines were excised and subjected to scanning electron microscope (SEM). Specimens were attached to SEM stubs using double-stick tape or rubber cement and coated with gold using a SC-6 sputter coater (Pelco International, Redding, CA, USA). Specimens were examined using a Model 2460N scanning electron microscope (Hitachi, Tokyo, Japan). Digital images were obtained using the PCI Image management system software (Quartz Imaging Corporation, Vancouver, BC, Canada). Figure  2E . A curve was fit to these data points, and the following equation was determined: Y = 1.091321121 × r 0.6415541 where Y is the normalized, inverted readout and r is the reflectance factor. Figure 2F shows a plot of inverted readout (unscaled intensity) as a function of protein concentration; this graph represents uncalibrated data. In Figure 2G , calibrated data are shown. Experimental intensity values were plugged into the preceding equation, and r values were calculated. Despite this process, there was no visible difference between raw and calibrated data (Figure 2, F and G) . We speculate that the limited range of RPA densities made the effect of calibration minor.
The use of the WDS revealed that ordinary scanners have the capacity to utilize nearly the full theoretical dynamic range, to reasonably distinguish small step densities, and that linearity is not affected by calibration due to the small range of intensities on RPA. Although the WDS-based calibration had little practical effect, the use of a WDS would be useful to determine where the experimental intensities are located in terms of density. This constant density scale should be a good standard across different experiments or scan runs, or scanners, which should facilitate quantitative data analysis in a more sophisticated manner. Finally, by addressing the quality issues of ordinary flatbed scanners for quantitative analysis, we have shown ordinary flatbed scanners have application for array-based techniques such as RPA, in which scanning speed is a major ratelimiting process.
